This work employed a quantitative model based on Raman spectroscopy and principal component regression (RS/PCR) to quantify the active ingredient dipyrone (metamizole) in commercially available formulations as an analytical methodology for quality control in the pharmaceutical industry. Raman spectra were collected using a dispersive Raman spectrometer (830 nm, 250 mW excitation, and 20 s exposure time) coupled to a Raman probe. Solutions of dipyrone diluted in water in the range of 80 to 120% of the concentration of commercial formulations (500 mg/mL) were used to develop a calibration model based on PCR to obtain the figures of merit for class I validation from the Brazilian Sanitary Surveillance Agency (ANVISA, RE no. 899/2003). This spectral model was then used to predict the concentration of dipyrone in commercial formulations from distinct brands with 500 mg/mL. A prediction error of 6.5 mg/mL (1.3%) was found for this PCR model using the diluted samples. Commercial formulations had predicted concentrations with a difference below 5.0% compared to the label concentration, indicating the applicability of Raman spectroscopy for quality control in the final product.
Introduction
The dipyrone metamizole is a popular analgesic, nonopioid drug, which is commonly used in human and veterinary medicine for pain management in patients where nonsteroidal anti-inflammatory drugs (NSAIDs) are contraindicated [1] . Apart from its analgesic effect, the medication is an antipyretic and spasmolytic agent. Metamizole is predominantly applied in the therapy of pain of different etiologies, of spastic conditions, especially affecting the digestive tract, and of fever refractory to other treatments. It is a relatively safe pharmaceutical preparation, although it is not completely free from undesirable effects. Among these side effects, the most serious one that raises the most controversy is the myelotoxic effect. Despite the evidence showing no risk of teratogenic and embryotoxic effects, the drug must not be administered to pregnant women [2] .
Quality control is responsible for verifying that a pharmaceutical product complies with the specifications described in the pharmacopoeias [3] . Routine techniques for measuring dipyrone in industry's quality control include titration in oral metamizole solutions [4] . The process analytical technology (PAT) aims at the development of strategies to the primary and secondary control of the production processes in the pharmaceutical industry. By definition of the Food and Drug Administration (FDA), PAT includes systems for the analysis and control of production processes, based on opportune measures of the quality parameters and critical attributes of the material performance, optimizing the production time, energy, and material, thus contributing to sustainability and reducing environmental impact [5] . The PAT Guide announcement by FDA in 2004 was aimed at research into new and faster analytical methodologies to be used on-line and at-line. Optical techniques such as absorption spectroscopy and Raman spectroscopy have been claimed to be consistent, reliable, rapid, and low-cost analyses of chemical species in the industrial field for analytical instrumentation [5] [6] [7] , which could successfully meet the PAT requirements.
Due to the increased interest in new equipment and techniques for the quality control of drugs, the Brazilian Sanitary Surveillance Agency (ANVISA) created resolutions to regulate such procedures and equipment to be considered during the validation of analytical methods, referring to the qualitative, semiquantitative and/or quantitative validation of drugs and other substances in pharmaceutical products. The Brazilian resolution RE no. 899/2003 states that the validation should guarantee, through experimental studies, that the method meets the requirements of analytical applications, ensuring the reliability of results [8] . It should provide specificity, linearity, range, precision (repeatability), sensitivity, robustness, accuracy, and limit of detection and quantification appropriate to the analysis. RE 899/2003, which is mostly based on the guidelines developed by the ICH Expert Working Group under the International Conference on Harmonisation of Technical Requirements for Registration of Pharmaceuticals for Human Use [9, 10] , classifies the procedures into four distinct classes according to their purpose; for each class, a set of tests is required. The validation method for the quantification of commercial pharmaceutical drugs can be accomplished by class I, in which the figures of merit required are specificity, linearity, range, precision, robustness, and accuracy [8] .
Classical techniques for the evaluation of pharmaceutical drugs are based on liquid chromatography followed by mass spectrometry (LC/MS). Although sensitive and very specific, LC/MS techniques are time-consuming and present excessive costs, requiring sample preprocessing prior to analysis, which may destroy the sample. To address this problem, optical techniques have been proposed for the quantitative determination of active pharmaceutical ingredients (API) in drugs and medicines, most of which are based on absorption and reflectance spectrometric techniques in the ultravioletvisible and infrared regions [11] [12] [13] , with advantages such as rapid API evaluation with minimal or even no sample preparation [11] .
Vibrational spectroscopy, particularly Raman spectroscopy, has been used in the quantitative analysis of API, with advantages such as the need for small amounts of sample, no sample preparation, no sample destruction, and a very short time required to perform the analysis [11] . Raman spectroscopy can be applied for qualitative and quantitative drug analysis, being one of the techniques of greatest interest in pharmaceutical applications [14] . Raman spectra can be obtained from solids, liquids, and gases, either directly, in glass containers or tubes or even through blisters [15] . In this sense, several pharmaceutical presentations have been evaluated by Raman spectroscopy, such as pills, tablets, capsules, solutions, suspensions, and injectable solutions, among others, aiming at the quantification of the API and other formulation constituents [15] [16] [17] . Raman spectral information provides information about the sample's chemical structure, molecular composition of the study material, and quantification [16, 18] . Dispersive Raman spectrometers make fast scanning/imaging possible using an imaging spectrograph and multichannel detector such as a Peltier-cooled charge-coupled device (CCD) camera [18] ; the use of near-infrared excitation (830 and 1064 nm wavelength) would diminish or eliminate the sample's intrinsic fluorescence [18, 19] .
The prediction of the amount of a specific compound in a sample using the spectral information can be reached with suitable chemometric techniques [20] . These techniques have a great impact in the pharmaceutical area, since it deals with the analysis of chemical data of multivariate nature, processed in multichannel equipment, where the intensities of the absorption, scattering, or emission in different wavelengths are recorded in a single spectrum [21] . Chemometrics uses mathematical and statistical methods to design experiments in an optimized way and to provide as much chemical information as possible from the obtained data [20] [21] [22] .
Chemometric tools commonly used in analytical chemistry include partial least squares regression (PLSR) [23] and principal component regression (PCR) [24] . Both techniques are efficient quantitative methods for dealing with experimental noise, collinearities, and nonlinearities and are sufficiently robust to allow the inclusion of new samples to the model with minimum or no changes in the input parameters. Another advantage of the multivariate methods is the possibility to develop a multivariate calibration model, even with the presence of interferences, whether these are of known or unknown nature [21] . PLSR and PCR are methods intended to model response variables (concentrations) when there are a large number of predictor variables (spectra), and those predictors are highly correlated or even collinear. These methods extract new predictor variables from the dataset, known as components, as linear combinations of the original predictor variables, but each technique extracts those components differently. PCR extracts the components with high variations in the predictor variables, without considering the response variable (concentration), whereas PLSR creates these components taking the response variable into account and therefore can model "complicated" data and is often able to fit the response variable with fewer components [25] . PCR uses the principal component scores (the PCs), which are calculated by applying principal component analysis (PCA) in the dataset composed of spectra taken from the samples in known concentrations, and uses these scores (which can be correlated to the concentrations) and the concentrations to develop a linear regression model to estimate the samples' concentration [23] [24] [25] . The number of scores that will be used in the linear model depends on the amount of variation presented in the data set, which is determined by the spectral features present in the principal component loading vectors. The first principal component vectors describe the directions Journal of Spectroscopy of the maximum variance and are normally related to the spectral features of the API in the drug formulation; therefore, these PCs are normally used in the model. Optical spectroscopy and multivariate calibration, mainly PLSR and PCR, have been applied in the pharmaceutical field to calculate the amount of API in prepared solutions or directly in the commercial medicines, such as quantitative determination of acetylsalicylic acid and acetaminophen in tablets by FT-Raman using both PCR and PLSR [26] ; identification of caffeine, acetaminophen, and acetylsalicylic acid in a mixed solution using ultraviolet absorption and PLSR [22] ; the simultaneous quantification of samples containing mixtures of amiloride hydrochloride, atenolol, hydrochlorothiazide, and timolol maleate using classical least squares, PCR, and PLS applied on UV spectral data, evidencing similar results for the PCR and PLS models [27] ; the simultaneous determination of sodium dipyrone and papaverine hydrochloride based on PLSR and ultraviolet spectrophotometric measurements in commercial formulation (Melpaz®) [28] ; the quantification of diclofenac sodium in tablets and capsules by means of FT-Raman and PLSR, PCR, and counterpropagation artificial neural networks [29] ; the quantification of nimesulide in excipient and commercial samples using FT-NIR absorption compared to ultraviolet absorption and the PLSR model [30] ; and the novel application of inkjet-printed pharmaceuticals such as haloperidol, used as a model API, and lactic acid and ethanol, used as printable ink bases, applied to three different inorganic and organic substrates and with the quantification of haloperidol performed by the PLS model [31] .
Although dipyrone has great relevance in Brazilian clinical practice [32] , commercialization of this drug is prohibited in most developed countries in the face of severe adverse reactions that may occur, such as the depressive effect of the bone marrow, which may result in aplastic anemia and, mainly, agranulocytes [33, 34] . There are few studies in the literature that have addressed the quality control of dipyrone production. Therefore, the purpose of this study was to evaluate the feasibility of Raman spectroscopy to assay the API concentration in water solutions containing dipyrone using a spectral model based on principal component regression (PCR) in attending the figures of merit of the Brazilian Agency ANVISA for class I validation (specificity, linearity, range, precision, robustness, and accuracy), in order to assess the ability of Raman spectra to be used as an analytical technique according to the ANVISA and PAT requirements. The developed quantitative model was then employed to predict the concentration of dipyrone in samples of commercial formulations (drop's presentation) containing this API with 500 mg/mL, aiming its use as an analytical technique of choice for quantitative validation.
Materials and Methods

Solution Preparation.
Solutions with seven different concentrations of dipyrone were prepared in distilled water (400, 450, 475, 500, 525, 550, and 600 mg/mL), representing the range from 80 to 120% of the concentration found in the commercially available drug containing dipyrone. These samples were prepared in triplicate. Also, 10 flasks of medicines in drops containing dipyrone with 500 mg/mL of API produced by several laboratories (4 generics, 4 similar, and 2 reference brands) were obtained from a local drugstore.
Raman Spectroscopy.
The dipyrone-prepared samples and commercial medicines were submitted to Raman spectroscopy using a benchtop Raman spectrometer (model Dimension P-1, Lambda Solutions Inc., Waltham, MA, USA). The laser is coupled to a fiber-optic-based Raman probe (model Vector Probe, Lambda Solutions Inc., Waltham, MA, USA), as shown in Figure 1 . The spectrometer is composed of a diode laser (830 nm), an imaging spectrograph, and a high-sensitivity charge-coupled device (CCD) camera. The system is controlled by a computer. The laser power at the Raman probe tip was adjusted to 250 mW. The dilutions of dipyrone and solutions of commercial medicines were placed in an aluminum sample holder with holes of about 80 μL for Raman measurements, and the Raman signal was collected in 10 scans of 2 s each. All spectra were collected at the same day and experimental conditions in triplicate.
The procedures of spectral calibration and preprocessing (fluorescence background subtraction) were performed using a routine developed under Matlab 7.4 (The MathWorks Inc., Natick, MA, USA). The Raman shift calibration was performed by collecting the spectrum of naphthalene and correlating the spectrum band positions (pixel) with the known band shift (cm
) with a 3rd-order polynomial fitting. The intensity response of all optical components as a function of the wavelength was obtained using a tungsten calibration lamp. To remove the fluorescence background, the polynomial baseline correction proposed by Lieber and Mahadevan-Jansen [35] was performed, in which a 5th-order polynomial is fitted in the minima of the spectra, and this polynomial is subtracted from the gross spectrum, maintaining the high-frequency Raman bands.
PCR Quantitative Model.
In order to develop a model for the quantitative analysis of API (dipyrone) in commercial solutions, a quantitative model using principal component regression (PCR) was developed using the spectra of the API dilutions in the concentration range from 400 to 600 mg/mL and the nominal concentrations. Then, the linear equation from this model was applied to estimate the concentrations of dipyrone in commercial solutions.
For the PCR model, the principal component analysis (PCA) was initially employed in the spectra of dilutions of 80-120% of dipyrone in water, in order to decompose the spectra onto the principal component loading vectors (LVs) and scores (PCs). In the PCA decomposition, the LVs indicate the spectral features that are important in the diluted samples, and the PCs indicate the intensities of these LVs in each spectrum. PCA was calculated using the function princomp.m through the software Matlab 7.4/Statistics Toolbox (The MathWorks Inc., Waltham, MA, USA).
The quantitative PCR model was built using PC1, since it has been demonstrated that LV1 represents 99% of the 3 Journal of Spectroscopy spectral variation in the diluted sample dataset (plot of the spectral information present in the LV1 is seen in Figure 2 , Results). For the development of the model, PC1 of the triplicates was plotted versus the concentration of API in the dilution, and the linear equation (PC ordinate, API concentration abscissa) was obtained. Thus, the concentrations of diluted samples were estimated through this equation. These triplicates were used to obtain the figures of merit according to the ANVISA, class I validation and the IUPAC recommendations [36] .
Finally, the linear equation was used to estimate the concentration of API in the solutions of commercial medicines. For this, the first step is to obtain the PCs that are present in each sample spectrum of commercial medicine and needed for the ordinate in the regression equation. The PCs were estimated by least-square fitting the first LVs and the sample spectrum, where the fitting coefficients were referred to these "new PCs" of each LV present in each Raman spectrum of the commercial medicines. The fitting was performed using lsqlin.m under Matlab 7.4/Optimization Toolbox. PC1 estimated by least-square fitting was used in the linear equation, and the concentration of the API was then obtained.
Figures of Merit according to ANVISA.
The predicted concentrations in the replicate samples were submitted to ANVISA criteria [8] , with the figures of merit for class I validation:
(i) Range: in this study, a range of 400 to 600 mg/mL was determined.
(ii) Specificity/selectivity: in order to verify whether the proposed technique is able to identify and quantify dipyrone, even in different excipients, a solution of dipyrone (500 mg/mL) in pure water and dipyrone (500 mg/mL) from the reference commercial medicine (3 replicates of each) was considered.
(iii) Linearity: the curve slope (m), which determines the proportionality of the analytical function, the linear Intensity (arb. units)
Dipyrone 500 mg/mL in water Reference medicine 1800 1600 1400 1200 1000 800 600 Figure 2 : Plot of the spectrum of dipyrone diluted in water in the concentration of 500 mg/mL (100% dilution) and the first three principal component loading vectors (LVs), indicating that LV1 is related to the active ingredient dipyrone. LV2 and LV3 do not carry relevant spectral features. 4 Journal of Spectroscopy coefficient (h), which is used to represent the correlation, and the correlation coefficient (r) were calculated. The criterion for acceptance is r = 0 99.
(iv) Precision: for the study, the concentrations 400, 500, and 600 mg/mL were used in triplicate, totaling nine solutions. The precision was expressed as relative standard deviation (RSD), according to RSD = SD DAC × 100, 1
where SD = standard deviation and DAC = determined average concentration of the model's measures. SD is calculated as
where VO = value obtained in the test, DAC = determined average concentration, and n = number of samples. For the ANVISA, the maximum RSD for the method should not exceed 5%.
(v) Accuracy (recovery): this was determined from nine determinations in the range of the procedure, that is, concentrations of 400, 500, and 600 mg/mL, in triplicate. The equation used to calculate the accuracy (AC) is
where VA is value added.
Results
Raman Spectra of Diluted Solutions and Development of the Spectral Model.
The Raman spectrum of dipyrone diluted in water at a concentration of 500 mg/mL and the spectrum of a reference medicine are shown in Figure 3 . Both spectra show the vibrational bands of dipyrone (labeled peaks), and band assignments are shown in Table 1 . No observable or relevant excipient peak was observed. The data set of the diluted samples was submitted to PCA, and the output variables (principal component loading vectors-LVs-and scores-PCs) were obtained. Figure 2 presents the first 3 LVs and the spectra of dipyrone diluted in water, showing that vector 1 is strongly related to the active ingredient dipyrone. Therefore, PC1 can be used to estimate the concentration of dipyrone in a linear regression model. This model, presented in Figure 4 (a), shows the correlation between the concentration of dipyrone in each dilution and the intensity of PC1 in each concentration (in triplicate). This linear equation (y = 0 0003322x − 0 01034), a regression curve of PC1 versus concentration, was then used to estimate the concentration in the same samples (Figure 4(b) ). An excellent agreement of the data points can be seen with the zero-error diagonal, revealing an excellent model fit.
By applying the PCR model in the Raman spectra of triplicate samples, it is possible to calculate the predicted concentration and provide a root mean squared error (RMSE) of prediction [41] , to which the model is subject. The RMSE obtained in this correlation curve was 6.5 mg/mL (1.3%). The resulting prediction error is below that preconized by the Brazilian Sanitary Surveillance Agency [8] , which is 5%. Figure 3 : Raman spectra of a solution of 500 mg/mL of dipyrone diluted in distilled water (100% dilution) and the reference commercial solution of dipyrone 500 mg/mL. Table 1 (Table 2) .
Figures of
(iii) Linearity: The concentrations of five solutions were determined at different concentrations of the drug in water (400, 450, 475, 500, 525, 550, and 600 mg/mL) and with the concentrations of the real dilutions. These data are shown in Figure 4 Table 3 presents the data used to calculate the RSD for the solutions of low, intermediate, and high concentrations (400, 500, and 600 mg/mL). It was found that all three concentrations presented an RSD below the maximum limit specified by ANVISA, ranging from 0.95 to 1.76%.
(v) Accuracy: this was calculated by using the predicted concentrations of 400, 500, and 600 mg/mL, in triplicate, being determined by means of the relative deviation (RD) and recovery, as shown in Table 3 . The acceptance criteria established were RD ≤ 2%, and satisfactory recovery values are found within the range from 98 and 102% [8] . The solutions showed a relative deviation lower than 1.5%, and the recovery showed values ranging from 99.2% to 101.2%, being within the limits of acceptance.
(vi) Robustness: Due to the lack of evaluation of the influence of hydrogen potential and temperature on the results of the present study, the robustness of the method was not estimated. C-H out-of-plane bending (phenyl group) [38] 1003 C=C stretching and angular CCC in-plane ring deformation (symmetric stretching-"breathing" of the phenyl ring) [37, 39] Journal of Spectroscopy
Quantitative Model Applied to the Commercial
Formulations. The PCR model has been applied to estimate the concentration of API in the commercial products. The PCs of each medicine sample spectrum were estimated by least-square fitting the first three LVs and the medicine spectra, fitting the coefficient of PCs. Since PC1 was used for the PCR model applied to the samples of dipyrone diluted in water, the concentration of dipyrone in each medicine sample was obtained by estimating x in the linear equation of Figure 4 (a) [x = y + 0 01034 /0 003322]. The predicted concentrations of the 10 samples of commercial medicines through the PCR model were correlated to the concentrations presented in the label ( Figure 5 ), and all samples fell below the ±5% error line, indicating excellent results in determining the API concentration.
Discussion
The pharmaceutical industry is seeking methods to better track drugs throughout the production process, since most of the high-performance techniques currently used require sample preparation using solvents, are destructive and timeconsuming, and mostly need expensive inputs [8, 16, 42] . The use of PAT in the pharmaceutical industry and in biotechnological processes led to advances regarding the ability to analyze/monitor key process and quality attributes in the biotech industry, to utilize the collected data for the subsequent control of the process, in order to achieve the optimum yield and product quality [43] . The literature indicates that Raman spectroscopy, combined with chemometric methods such as PLSR and PCR, would meet the challenges for a reliable quantitative determination of API in pharmaceutical drugs [44, 45] . The present study was based on the spectral model to assay dipyrone in commercial medicines, in order to evaluate this optical technique as a method for on-line and at-line analysis, in accordance with the PAT requirements for an industrial analysis system. PCR has been employed for quantitative measurements in chemical analysis when applied to spectroscopic methods [24, 25] . In complex and multivariate systems, such as API in medicines and formulations, the classical univariate regression method may become unreliable because of possible band interactions with the solvents and excipients and band superimpositions. The PCR models all variables that are correlated to the concentration of the API, and thus, the calibration can be performed efficiently, even in the presence of interferences using the whole of the spectral information. With the PCR model, new samples can be modeled at any time. The PCR model showed a smaller prediction error when using the first principal component score. In this way, it was verified that only one spectral variation was found in the samples, which is related to changes in the dipyrone concentration.
Since the intensity of Raman peaks is directly proportional to the concentration of the components on the scattering sample [46] , Raman could be used to develop linear models for the evaluation of a medicine's composition. Since the intensity of a Raman band is dependent on the changes in the molecule's polarizability presented in the sample, this has a relevant consequence in investigating pharmaceutical materials because active ingredients are organic molecules that contain covalent bonds and usually aromatic conjugated systems, which show strong Raman transitions, in contrast to the excipients in most formulations, which are generally weaker Raman scatterers due to a lack of C bonds. Figure 5 : Estimated concentration values using the PCR model applied to the Raman spectra of the commercial solutions containing dipyrone 500 mg/mL. The error bars are based on the triplicate spectra. The ±5% precision limit of ANVISA is shown. Journal of Spectroscopy In this work, PCR was validated by evaluating the ANVISA RE no. 899/2003 figures of merit such as specificity, linearity, precision, and accuracy in the same way as Orkoula et al. [47] , Rossignoli et al. [48] , and Borio et al. [49] . The PCR model showed excellent linearity with a correlation coefficient r = 0 994, high precision, and RSD as low as 1.76%. Corroborating the method validation employed by Orkoula et al. [47] , commercial samples of the reference drug containing 500 mg/mL of dipyrone were used to validate the model. These samples showed very low errors, not exceeding 2.5%, suggesting that dispersive Raman spectroscopy using an optical probe can detect the amount of API present in the commercial samples, and all samples conformed, which is different to the study of Knappmann and Melo [32] .
Although dipyrone has been used for more than 90 years, research about quality control, harm, and health risk of this active ingredient is scarce [50] . Dipyrone concentration has been evaluated in several commercial drugs containing dipyrone by FT-Raman spectroscopy [39] ; the results showed agreement with the percentages of dipyrone present in tablets. In Brazil, the quality control of medicines is restricted to certain government laboratories [39] . Despite this, Pereira et al. [51] performed the spectrophotometric determination of dipyrone in commercial samples by flow injection triiodide generation, with sixty results obtained per hour. The results found were within the 3% error range at the 95% confidence level. The quality control of distinct brands of dipyrone in oral solutions, marketed in Brazilian drugstores, was also determined by Knappmann and Melo [32] , and the results indicated that the quality control of similar medicines needs to be improved, since similar drugs were the ones that presented the most deviations of quality, being disapproved in the study trial.
Dispersive Raman spectroscopy has been considered the most suitable technique to measure API in different pharmaceutical preparations, with advantages such as the ability to obtain a spectrum with a high signal-to-noise ratio using a low-power near-infrared laser with reduced exposure time. In addition, the entire spectrum is obtained at once through a multichannel detector and imaging spectrograph.
According to the PAT guide, the gains in processes quality, safety, and/or efficiency can be increased depending on the product; these changes come from factors such as the prevention of rejections, the disposal and reprocessing of products, and the possibility of carrying out analysis in real time with reduced or no sample preparation [5, 52] , leading to a reduction of human error and increasing the safety of the operator, with no risk to the environment [9, 10, 53] . The PCR model could address most of these factors, because each sample can be irradiated rapidly and examined directly with the use of an optical probe, without prior preparation, to obtain a single spectrum, which minimizes human error. Furthermore, the use of Raman spectroscopy as an analytical technique offers the possibility of measurements in real time at-line, avoiding the storage time required until the medicine's stock release, preventing possible rejections/disposal by furnishing actual concentration values, and even measuring the concentration through containers by standard Raman and offset spatially Raman spectroscopy [54] [55] [56] .
Conclusions
This study demonstrated the potential of dispersive Raman spectroscopy to attend ANVISA figures of merit for class I validation (specificity, linearity, range, precision, and accuracy) for evaluation of the concentration of dipyrone in commercial solutions. An effectiveness of the quantitative method was found, with high linearity, specificity of 3.3%, precision < 2%, and relative deviation accuracy < 1 5%, with recovery values in the range of 99.2% to 101.2% and RMSE of 6.5 mg/mL (1.3%) for quantifying dipyrone diluted in water. For the quantification of API in the commercial formulation, the model showed concentration values closer to 500 mg/mL, with an error of less than 2.5% compared to the labeled concentration. It has been demonstrated that the PCR model could support the industry's applications of monitoring and quality control, rapidly and without any sample preparation, attending the PAT requirements of the pharmaceutical industry for quality assurance of the final product due to the security and agility provided.
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